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EXECUTIVE  SUMMARY 


This  report  describes  an  experimental  effort  to  investigate  COj  laser  detection  and  false  alarm 
rejection  techniques.  The  measurements  were  designed  to  test  sensor  performance  predictions 
reported  in  the  Laser  Sensor  Design  Study.  Experiments  were  carried  out  at  both  SciTec  and  the 
Photonics  Laboratory  under  Lab  Director  Funds  sponsorship.  Three  principal  experiments  were 
involved: 

1)  detector/preamp  performance  tests  including  pulse  attenuation  and  noise  measurements, 

2)  cosmic  ray  and  electronic  noise  responses  of  a  variety  of  detector  types  and  materials, 

3)  COj  gas  cell  differential  absorption  measurements  for  a  possible  false  alarm  rejection 
technique. 

Experiments  were  carried  out  using  equipment  borrowed  from  a  variety  of  sources  including 
SciTec,  RL,  DIA,  WL,  CNVEO.  The  principal  findings  of  the  effort  are  summarized  below. 

Detector/Preamp  Performance  Tests 

Three  different  preamps  were  designed  for  use  with  a  0.25  mm  photovoltaic  mercury- 
cadmium-telluride  (MCT-PV)  detector.  The  preamps  were  designed  with  bandwidths  of  3.5 
MHz,  350  kHz,  and  35  kHz  to  measure  0.1, 1.0,  and  10  microsecond  pulses,  respectively.  Pulse 
attenuation  measurements  by  the  detector/preamps  were  reasonably  pr^cted  by  a  single  pole  RC 
filter  model  for  the  appropriate  bandwidths.  However,  since  the  polygon  scanner  was  not  able 
to  create  10  miaosecond  pulses,  a  new  technique,  perhaps  using  a  single  hole  chopper,  needs  to 
be  devised  for  future  tests. 

RMS  noise  measurements  with  the  wide  band  amplifier  were  approximately  twice  the 
predicted  values  and  the  noise  spectrtim  revealed  considerable  peaking  at  400  kHz.  A  similar 
feature  at  460  kHz  dominated  the  350  kHz  amplifier’s  noise  spectrum  and  its  RMS  noise  voltage 
was  over  an  order  of  magnitude  higher  than  predicted.  The  350  kHz  amplifier  produced  a  noise 
value  close  to  the  predicted  one  when  connected  to  a  detector  simulator  circuit  which  mimicked 
the  vendor’s  reported  electrical  characteristics  for  the  detector.  Evidently,  the  detector  has  other 
characteristics,  not  represented  by  standard  photovoltaic  detector  models,  which  interact  with  the 
circuit  in  a  way  to  create  oscillations.  Both  of  the  wider  bandwidth  amplifiers  use  the  same  op 
amp  in  their  circuits  and  we  recommend  discussing  the  problem  with  the  amplifier  vendor  in  a 
future  effort 

The  35  kHz  amplifier  was  lacking  a  principal  noise  spectral  feature  as  seen  in  the  other 
bandwidth  amplifiers.  However,  its  rms  noise  vdue  was  still  over  an  order  of  magnitude  higher 
than  predicted.  None  of  the  three  amplifiers’  rms  noise  levels  were  affected  by  the  background 
incident  c:;  tiie  detector,  even  up  to  a  1000°C  blackbody  background. 

Overcoming  ihe  noise  problems  for  the  MCT  receivers  will  be  critical  for  their  use  in  the  RL 
scenarios  currently  defined.  The  strong  spectral  features  in  the  wider  band  amplifiers  can 
probably  be  overcome  straightforwardly.  However,  discussions  with  detector  vendors  and  other 


experts  (e.g.,  Professor  Demiak  at  the  University  of  Arizona)  are  warranted  in  a  future  effort  to 
understand  the  lower  bandwidth  amplifier’s  noise  problem. 

Cosmic  Ray  Experiment 

Threshold  crossing  events  for  various  detectors  were  captured  on  a  digital  oscilloscope  and 
downloaded  to  a  computer  for  analysis.  MCT-PV,  photoconductive  MCT  (MCT-PC),  silicon,  and 
silicon-avalanche  photodiode  detectors  were  all  tested.  Cosmic  ray  events  were  distinguishable 
from  spurious  noise  glitches  because  of  their  consistent  pulse  shape  corresponding  to  the  system’s 
impulse  response.  Noise  pulses  from  outside  sources  (e.g.,  power  line  glitches)  were  highly 
oscillatory  in  nature.  For  the  lower  bandwidth  amplifiers,  threshold  crossings  were  also  seen  with 
durations  much  shorter  than  the  system  response  time. 

Cosmic  ray  rates  were  estimated  from  the  threshold  crossing  data  by  subtracting  out  the  non- 
cosmic  ray  events  and  dividing  by  the  sample  time  and  detector  area.  Calculated  rates  varied 
widely  depending  on  the  period  sampled,  the  detector  material,  and  the  signal  bandwidth. 
Additional  analysis  on  the  pulsewidth  and  pulse  amplitude  distributions  of  the  cosmic  ray  data 
is  needed  in  a  future  effort  The  cosntic  ray  rate  for  the  MCT-PV  detector  appeared  anomalously 
high  possibly  due  to  a  conunon  anode  cormection  between  the  detector  we  used  and  eight  other 
detectors  in  the  dewar.  If  this  turns  out  to  be  the  case,  it  has  important  implications  for  future 
sensor  designs  using  array  detectors  as  recommended  in  the  RL  sensor  study.  Measurements  of 
the  cosmic  ray  rates  from  different  area  detectors  in  the  same  dewar  would  test  this  hypothesis. 
If  there  is  no  area  dependence  to  the  cosmic  ray  rate,  then  there  is  a  cross-talk  problem  with  the 
detectors. 

Gas  Cell  Absorption  Experiment 

Tests  with  the  CO2  gas  cell  validated  the  COj  laser  absorption  coefficients  predicted  by 
FASCODE.  The  1000*’C  blackbody  transmission  measurements  did  not  agree  as  well  as  the  laser 
ca&.f,  although  the  discrepancy  may  be  attributable  to  the  experimental  techrtique.  Broadband 
transntission  measurements  with  a  pulsed  radiation  source  are  needed  to  validate  the  predictions. 
Nevertheless,  the  techrtique  appears  to  be  a  useful  false  alarm  discrintinant  for  CX)2  lasers. 
Outdoor  tests  with  false  alarm  sources  at  longer  ranges  are  needed  to  test  the  techrtique  in  a  non¬ 
laboratory  environment  We  recommend  building  a  breadboard  receiver  using  the  COj  absorption 
cell  techrtique. 
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1.  INTRODUCTION 


Approaches  for  detecting  and  unambiguously  identifying  laser  radiation  are  needed  for  a 
variety  of  tactical  and  intelligence  applications.  For  COj  detection  sensors,  an  approach  which 
maintains  high  sensitivity  and  good  false  alarm  rejection  is  needed.  In  a  repoif'^  for  the 
Intelligence  and  Reconnaissance  Branch  of  Rome  Laboratories  (RL),  sensitivity  estimates  were 
made  for  several  COj  detection  sensor  designs.  The  purpose  of  this  effort  was  to  begin 
experimental  investigations  at  RL  of  actual  detector  sensitivities  and  potential  false  alarm 
rejection  techniques. 

The  approach  taken  for  this  effort  was  to  use  proven  experimental  procedures  to  characterize 
existing  sensors  from  a  variety  of  laboratories.  Also,  some  preamplifiers  were  Ireadboarded  for 
use  with  a  photovoltaic  mercury-cadmium-tellu  ide  detector  (MCT-pv)  to  compare  measured  and 
predicted  pulse  attenuation  and  noise  characteristics.  Detectors  and  measurement  equipment  was 
contributed  by  a  number  of  organizations  as  summarized  in  Table  1-1.  A  separate  chapter  has 
been  written  for  each  experiment  carried  out  under  this  effort  since  their  objectives,  approach, 
results,  and  conclusions  were  distinct  The  final  chapter  is  a  summary  of  conclusions  with 
recommendations  made  regarding  directions  for  further  RL  laser  sensor  efforts. 
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TABLE  1-1.  Equipment  List 


Item 

Owner 

Purpose 

CO2  L  oscf  and  Chiller 

SciTec 

Laser  radiation  source 

Blackbody 

SciTec 

Broadband  radiation  source  and 
calibration  reference 

NERC  MCT-PV  Detector 

SciTec 

Detector  for  sensitivity  measurements 

Chopper 

SciTec 

Source  modulator 

Polygon  Scanner 

SciTec 

Creates  constant  amnlitud'*:,  variable 
width  pulses  from  CW  laser 

CO2  Absorption  Cell 

SciTec 

Gas  cell  for  differential  absoiption 
measurements 

High  Speed  Digital  Oscilloscope 
and  Computer 

SciTec 

Captures  pulse  amplitude  and  pulsewidth 
of  cosmic  rays  ana  downloads  them  to 
computer  for  analysis 

AOTF  Radiometer 

DIA 

9-11  micron  AOTF,  MCT-PC  detector 
associated  optics  and  electronics 

RF  Power  Supply  and  Amplifier 

NADC 

Marconi  device  with  fixed  center 
frequency  FM  capability 

Programmable  RF  Power  Supply 

WL 

Wiltron  device  with  FM  and  sweep 
capability 

Redbiid  Sensors 

Sandia 

MCT-PC  detectors  used  on  Sweetwater 

CO2  Detection  Sensor 

CNVEO 

High  sensitivity  receiver  for  comparison 
with  other  detectors 

Spectrum  Analyzer 

RL 

Characterize  noise  power  spectral  density 

Oscilloscopes  and  Miscellaneous 
Lab  Equipment 

RL 

General  experimental  support 
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2.  DETECTOR  SENSITIVITY  EXPERIMENT 


2.1  Qbiecrives 

The  objective  of  this  experiment  was  to  test  the  sensitivity  achieved  by  different  detector 
types  and  preamp  designs.  Photovoltaic  and  photoconductive  MCT  were  the  candidates  of 
interest  in  this  experiment.  The  approach  taken  was  to  design  three  preamps  for  different 
pulsewidth  measurements  and  compare  the  predicted  and  measured  preamp  performance.  Also, 
several  other  sensors  were  borrowed  from  government  agencies  to  characterize  their  performance. 

2.2  Preamp  Designs  for  MCT-PV  Detector 

Three  special  preamps  were  designed  under  this  effort  by  Zuchor,  Ltd.  for  a  SciTec-owned, 
0.25  mm  (square),  MCT-pv  detector  from  New  England  Research  Corporation  (NERC).  The 
designs  were  35  kKz,  350  kHz,  and  3.5  MHz  for  measuring  10  microsecond,  1  microsecond,  and 
0.1  microsecond  pulses,  respectively.  The  schematics  for  the  preamps  and  post-amps  and  parts 
descriptions  for  commercial  components  are  given  in  Appendix  1.  Preamp  pulse  attenuation 
predictions  for  these  bandwidths  are  shown  in  Figure  2-1. 

One  of  the  questions  addressed  in  the  amplifier  design  and  testing  was  whether  a  sensor 
could  employ  a  common  amplifier  with  switcti  selectable  gain  settings  to  optimize  its 
performance  for  particular  pulsewidths.  We  have  concluded  that  this  approach  would  be  a 
mistake  since  the  best  amplifier  designs  for  each  bandwidth  turned  out  to  be  considerably 
different  Consequently,  there  are  two  approaches  we  recommend  to  designing  array  detector 
systems.  The  first  is  to  use  a  modular  system  approach  with  detector  packages  optimized  for 
particular  source  pulsewidths.  The  second  is  to  have  most  of  the  detectors  in  the  array  be  an 
intermediate  bandwidth  with  several  faster  and  several  slower  detectors  included  in  the  array. 
If  a  particular  type  of  pulse  is  detected  repetitively,  the  sensor  pointing  could  be  adjusted  to  align 
the  detector  with  the  optimal  bandwidth  on  the  radiation  source. 

Table  2-1  presents  noise  current  predictions  for  a  0.5  mm  detector.  Table  2-1  is  similar  to 
one  in  the  RL  Laser  Sensor  Study  fmal  report,  although  several  erroneous  noise  entries  have  been 
corrected.  Specifically,  the  commercial  preamplifier’s  noise  was  found  to  be  significantly  higher 
than  implied  by  their  data  sheet  Discussions  with  the  vendor  revealed  the  discrepancy.  Despite 
the  higher  noise,  it  is  still  expected  that  the  35  kHz  system  should  be  background  limited.  For 
the  350  kHz  system,  the  background  noise  contribution  should  be  noticeable. 

The  preamp  noise  predictions  for  a  3.5  MHz  system  with  a  0.25  mm  detector  are  shown  in 
Table  2-2.  These  pre^ctions  are  made  to  match  the  small  MCT  detector  available  for  this 
experiment. 
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TABLE  2-1.  Sensitivity  Analysis  for  0.S  mm  Photovoltaic  MCT  Detector 
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TABLE  2-2.  Sensitivity  Analysis  for  0.25  mm  Photovoltaic  MCT  Detector 


2.3  Other  Sensors  Tested 


A  Center  for  Night  Vision  and  Electro-Optics  (CNVEO)  laser  detection  system  was  borrowed 
to  characterize  its  sensitivity.  The  sensor  used  two  3-element  detector  arrays  with  co-aligned 
flelds-of-view  for  coincidence  detection.  The  three  detector  elements  were  "ored"  together  to 
indicate  when  any  one  of  them  crossed  threshold.  Although  the  sensor  was  not  designed  as  a 
radiometer,  its  preamp  outputs  could  be  accessed  on  a  connector  exposed  by  removing  the  front 
cover.  Signals  measured  at  the  preamp  were  very  poor  from  a  radiometric  standpoint,  since  they 
oscillated  dramatically  after  crossing  threshold.  Also,  it  was  difficult  to  dways  correlate 
threshold  crossings  detected  on  the  preamp  with  logical  indications  from  the  sensor.  In  one 
instance,  an  apparently  large  signal  detected  on  one  preamp  did  not  result  in  a  threshold  crossing 
being  exhibited  by  the  indicator  light  Therefore,  for  our  sensitivity  experiment  we  used  the 
flashing  light  indicator  to  determine  when  the  sensor's  threshold  was  being  exceeded  rather  than 
the  preamp  signal. 

Sandia’s  Redbird  radiometer,  which  was  used  on  the  Sweetwater  test  was  borrowed  to 
measure  its  pulse  attenuation  of  1-microsecond  pulses.  Sandia  operated  a  1-microsecond 
pulsewidth,  COj  laser  as  one  of  the  Sweetwater  test  sources.  The  Redbird’s  radiometric  signals 
need  to  be  calibrated  so  that  their  data  can  be  used  for  propagation  model  validation. 

DIA  provided  an  AOTF  radiometer  for  pulse  attenuation  measurements  and  frequency 
modulation  tests  (see  Reference  2).  This  instrument  uses  a  thallium  arseruc  selenide  (TASS) 
crystal  to  diffract  light  in  the  9-11  micron  bandpass.  A  Marconi  RF  synthesizer  and  amplifier 
drives  the  TASS  crystal  with  RF  power  in  the  15-20  MHz  region.  Wright  Laboratories  provided 
a  Wiltron  RF  synthesizer  which  provided  an  FM  and  sweep  capability. 

2.4  Experimental  Approach 

All  of  the  pulse  detection  sensors  were  tested  using  SciTec’s  polygon  scanner,  illustrated  in 
Figure  1.  The  instrument  uses  a  CW  laser  (GOj  in  this  case)  to  create  variable  width,  constant 
amplitude  pulses.  It  does  this  by  scarming  the  beam  with  a  fast,  ten-sided  mirror  which  reflects 
the  beam  back  onto  adjacent  mirror  facets  for  nine  bounces  off  the  mirror.  The  swept  beam  is 
passed  across  an  adjustable  slit  to  create  a  pulsed  radiation  source.  By  adjusting  the  mirror 
speed,  one  can  vary  the  pulsewidth  without  changing  the  amplitude.  The  pulse  anq>litude  is 
determined  by  the  beam  spot  size,  the  slit  width,  and  the  beam  intensity.  Pulsewidths  created 
by  the  scanner  for  these  experiments  ranged  from  60  ns  to  1  microsecond.  The  1 -microsecond 
pulsewidth  was  achieved  by  changing  the  system’s  optics  so  only  one  mirror  bounce  occurred. 
Slower  pulsewidths  could  not  be  achieved  without  modification  to  the  drive  motor. 

Pulse  attenuation  measurements  were  made  with  a  2-step  procedure.  First,  the  mirror 
position  was  fixed  so  that  it  steered  the  CW  beam  through  the  slit  With  the  intensity 
maximized,  the  beam  was  chopped  at  1-3  kHz  to  measure  the  sensor’s  response  without 
electronic  bandwidth  attenuation.  Next,  the  mirror  was  spun  to  create  the  desired  pulsewidth  and 
the  attenuated  response  was  measured.  Pulsewidths  created  by  the  scanner  were  characterized 
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with  a  0.25  mm  MCT-pv  detector  with  a  100  MHz  amplifier. 

A  4-step  process  was  used  to  characterize  each  amplifier’s  rms  noise.  First,  the  amplifier 
noise  was  measured  with  a  detector  simulator  circuit.  This  circuit  had  the  correct  resistance  and 
capacitance  to  mimic  the  detector’s  electronic  effect  on  the  ampliAer.  Its  schematic  is  shown  in 
the  appendix.  Second,  rms  noise  measurements  were  made  with  the  detector  connected  to  the 
amplifier’s  input  Third,  these  measurements  were  repeated  with  a  single  pole  RC  filter  added 
to  ensure  that  the  circuit’s  bandwidth  was  the  desired  value.  Finally,  noise  frequency  spectra 
were  taken  using  a  spectrum  analyzer  at  RL. 

All  three  amplifier  designs  utilized  a  DC  coupled  preamplifier.  Therefore,  the  DC  current 
from  the  detector’s  response  to  background  could  he  measured  at  the  preamp’s  output  The  noise 
contribution  from  the  DC  current  is  expected  to  be  the  generation-recombination  (G-R)  noise 
discussed  in  the  literature®.  A  DC  current  of  1.2  microamps  was  detected  in  good  agreement 
with  the  estimate  of  background  flux  in  a  room  temperature  laboratory. 

2.5  Measurement  Results 


2.5.1  Pulse  Attenuation  Measurements 

The  polygon  scaruier-created  pulses  were  characterized  with  the  NERC  detector  with  a  100 
MHz  preamplifier.  Table  2-3  summarizes  the  pulsewidths  created  with  the  device.  Using  nine 
mirror  bounces,  the  pulsewidth  could  be  varied  between  65  ns  and  0.24  microseconds.  To  create 
a  1.0  microsecond  pulse  required  using  only  one  mirror  bounce  from  the  polygon.  However, 
even  with  only  a  single  bounce  from  the  polygon,  pulses  approaching  10  microseconds  could  not 
be  created.  We  recommend  building  a  special  single  or  two  hole  chopper  blade  which  should 
be  effective  in  creating  the  longer  pulses.  Measurement  results  for  the  short  pulse  experiments 
are  summarized  in  Table  2-4.  Absolute  response,  relative  response  (relative  to  chopped  signal), 
and  measured  pulsewidth  are  all  reported.  One  microsecond  pulse  response  measurements  are 
shown  in  Table  2-5. 

2.5.2  Noise  Measurements 

RMS  noise  measurements  made  for  the  various  amplifrer  and  detector  combinations  are 
shown  in  Table  2-6.  Descriptions  of  the  results  are  given  in  the  text  below. 

3.5  MHz  Noise  Results 

The  wide  band  amplifier’s  noise  is  predicted  to  be  dominated  by  the  amplifier’s  voltage  noise 
coupled  through  the  detector’s  capacitance.  Background  noise  is  not  expected  to  be  a  significant 
noise  factor  for  this  amplifier.  Noise  measurements  confirmed  that  the  noise  level  didn’t  vary 
as  the  background  scene  changed  from  hot  (1()()0°C)  to  cold  (<0°C).  Adding  an  RC  filter  to  the 
amplifier’s  final  stage  significantly  reduced  its  noise,  indicating  some  degree  of  excess  bandwidth 
in  the  amplifier  design. 
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TABLE  2-3.  Measured  Pulsewidths  for  Polygon  Scanner 


Configuration  1 

Configuration  2 

Polygon  Motor  Drive  Speed 

50  Hz 

120  Hz 

320  Hz 

105  Hz 

100  MHz  Module  Pulse  width 
(microseconds  +/-  5%) 

0.24 

0.135 

0.065 

1.0 
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TABLE  2-4.  Short  Pulse  Measurement  Results 


Source  Pulsewidth  (Microseconds)  || 

Bandwidth 

Quantity 

286 

(Chopped) 

0.24 

0.13 

0.065 

3.5  MHz 

Response  (Volts) 

0.161 

0.110 

0.080 

0.050 

Relative  Response 

1.0 

0.68 

mggju 

0.31 

Measured  Pulsewidth 
(Microseconds) 

6.29 

0.28 

B 

0.20 

350  kHz 

Response  (Volts) 

420 

Relative  Response 

nnmiM 

mm 

Measured  Pulsewidth 
(Microseconds) 

B 

B 

35  kHz 

Response  (Volts) 

5.96 

0.29 

0.050 

Relative  Response 

1.0 

.049 

8.4x16'5 

Measured  Pulsewidth 
(Microseconds) 

286 

10 

9.3 

6.5 

*  Data  unreliable  due  to  laser  instability. 
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TABLE  2-5.  One  Microsecond  Pulse  Measurement  Results 


Bandwidth 

Measured  Response 
(+/-  5%) 

Gain  Corrected 
Relative  Response 

Pulse  width 

3.5  MHz 

13  mV 

1.0 

1.0  ps 

350  kHz 

160  mV 

157  mV 

2.8  ps 

35  kHz 

36  mV 

9  ps 

12 


TABLE  2-6.  Measured  RMS  Noise  Currents 


Amplifier 

Configuration 

Conoments 

3.5  MHz 

Simulator 

31.2  nA 

— 

3.5  MHz 

Simulator  with  RC  filter  with 
-3  DB  at  2.7  MHz 

16.6  nA 

About  twice  the  noise  current 
expected 

3.5  MHz 

0.25  mm  MCT-PV  detector 

29.6  nA 

— 

3.5  MHz 

0.25  mm  MCT-PV  detector 

18.2  nA 

Similar  behavior  to  detector 

w/RC  filter  (2.7  MHz) 

simulator 

l^tector  simulator 

4552'pA 

— 

350  kHz 

Detector  simulator  with  RC 
filter  w/-3  DB  at  265  kHz 

415  pA 

Neariy  the  sanie  noise  with 
and  without  RC  filter 

350  kHz 

0.25  mm  MCT-PV  detector 

7.5  nA 

Roughly  15  times  larger  than 
expected  increase  in  noise 
going  to  detector 

350  kHz 

0.25  mm  MCT-PV  detector 
w/RC  fUter  (265  kHz) 

6.5  nA 

— 

350  kHz 

0.5  mm  MCT-PV  detector 

16  nA 

Noise  strongly  affected  by 
larger  area  detector 

350  kHz 

0.5  mm  MCT-PV  detector 
w/RC  filter  (265  kHz) 

15  nA 

35  kHz 

Detector  simulator 
(preamplifier  gain  =  10^  ohms) 

TSJl  pA 

35  kHz 

Detector  simulator  with  RC 
filter  w/-3  DB  at  21.8  kHz 
(preamplifier  gain  =  10^  ohms) 

12.0  pA 

35  kHz 

0.25  mm  detector 
(preamplifier  =  10^  ohms) 

— 

Preamp  saturated  with 
detector  DC  current 

35  kHz 

Detector  simulator 
(preamplifier  gain  =  10^  ohms) 

65  pA 

Reduction  m  feedback 
resistor  raises  Johnson  noise 

35  kHz 

0.25  mm  detector 
(preamplifier  gain  =  10^  ohms) 

5  nA 

Roughly  15  times  larger  than 
expected  increase  in  noise 
going  to  detector 

35  kHz 

0.5  mm  detector 
(preamplifier  gain  =  10®  ohms) 

— 

Preamp  saturated  with  DC 
current  | 
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Figure  2-3  shows  the  noise  spectrum  of  the  3.5  MHz  amplifier  which  reveals  an  unusual 
feature  at  400  kHz  with  a  large  decrease  in  noise  between  400  kHz  and  2  MHz.  The  lower 
bandwidth  limit  for  the  amplifier  was  several  hundred  Hertz,  so  a  structured  noise  spectrum,  such 
as  this,  was  not  anticipated  The  noise  spectrum  was  the  same  with  the  detector  simulator. 

350  kHz  Noise  Results 

The  350  kHz  detector/preamp  combination  exhibited  significantly  more  noise  than  predicted. 
The  rms  noise  associated  with  the  detector’s  1.2  microamp  DC  background  current  is  370  pA, 
which  should  be  a  noticeable  contribution  to  the  total  noise.  However,  when  hooked  to  a 
detector,  the  total  rms  noise  increased  to  7.5  nA  which  is  over  an  order  of  magnitude  higher  than 
the  expected  total  noise.  Adding  an  RC  filter  to  the  system  decreased  the  noise  only  slightly 
indicating  that  the  problem  was  not  excess  bandwidth.  A  frequency  spectrum  of  the  system’s 
noise,  shown  in  Figure  2-4,  reveals  a  large  feature  at  460  kHz.  The  additional  features  present 
at  higher  frequencies  are  simply  harmonics  of  the  460  kHz  peak.  The  noise  spectrum  with  the 
detector  simulator  attached  is  much  more  benign,  as  shown  in  Figure  2-5.  There  seems  to  be  a 
slight  peaking  near  250  kHz,  but  the  noise  magnimde  is  much  lower  and  there  is  no  dominant 
noise  feature. 

To  test  if  the  amplifier’s  frequency  response  was  the  problem,  the  amplifier  was  attached  to 
a  sine  wave  generator  to  measure  amplitude  as  a  function  of  frequency.  Table  2-7  presents  the 
results  of  the  test  which  indicate  that  the  amplifier  is  behaving  properly.  No  unusual  signal  gain 
is  seen  at  460  kHz.  This  observation  suggests  that  the  problem  relates  to  the  detector’s  influence 
on  the  circuit  which  is,  apparently,  more  complicated  than  the  detector  simulator  circuit  built  to 
mimic  its  electrical  characteristics. 

35  kHz  Noise  Results 

Initially,  measurements  were  made  with  the  35  kHz  preamp  connected  to  the  detector 
simulator.  Predictions  of  the  nominal  noise  level  were  9.6  pA  rms  which  compared  favorably 
to  the  13.2  pA  measured  with  the  amplifier.  Predictions  more  accurate  than  this  are  not  practice 
without  characterizing  all  of  the  stray  capacitance  sources  such  as  wires  and  connections  between 
the  amplifier  and  detector.  A  slight  noise  reduction  was  observed  when  a  31.8  kHz  RC  filter  was 
added  to  the  system.  Since  the  detector’s  DC  background  current  was  over  a  microamp,  the  high 
gain  preamp  was  driven  to  saturation  when  hooked  to  the  detector.  Therefore,  the  10^  ohm 
feedback  resistor  was  reduced  to  l(f  ohms  to  avoid  saturating  the  preamp.  The  rms  noise  voltage 
with  the  modified  preamp  attached  to  the  detector  simulator  was  lower  due  to  the  feedback 
resistance  reduction,  even  though  the  actual  noise  current  value  was  higher.  Lowering  the 
feedback  resistor  increases  this  component’s  Johnson  noise. 

As  with  the  350  kHz  amplifier,  the  rms  noise  voltage  was  dramatically  higher  than  predicted 
with  the  detector  attached.  Specifically,  we  anticipated  a  noise  increase  to  7.4  mv  rms  due  to 
the  DC  current  shot  noise.  However,  we  measured  an  increase  to  70-100  mv  noise  rms  with  the 
detector  attached.  The  frequency  spectra  for  the  detector  simulator  and  actual  detector  are  shown 
in  Figiues  2-6  and  2-7,  respectively. 
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LEVEL  FREQUENCY  SPAN/DIV 

REF  -5DBM  CEN  4.0MHZ  IMHZ 

MKR  -63 . 0DBM  MKR  0 . 4MHZ 
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FIGURE  2-3.  Noise  Spectrum  of  3.5  MHz  Amplifier  and  0.25  mm  Detector 
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FIGURE  2-4.  Noise  Spectrum  of  350  kHz  Amplifier  and  0.25  mm  Detector 


FIGURE  2-5.  Frequency  Spectra  of  350  kHz  Amplifier  and  Detector  Simulator 


TABLE  2-7.  Sine  Wave  Response  of  350  kHz  Amplifier 


Frequency 

(kHz) 

Amplitude 

(tnv) 

0.5 

15 

1.0 

28 

2.0 

52 

10 

135 

30 

158 

48 

155 

63 

160 

93 

163 

97 

159 

155 

170 

200 

182 

300 

170 

350 

129 

275 

108 

405 

91 

425 

74 

450 

63 

500 

52 

600 

28 
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FIGURE  2-6.  Noise  Spectrum  for  35  kHz  Amplifier  and  Detector  Simulator 


FREQUENCY  SPAN/DIV 


2.5.3  CNVEO  System  Sensitivity 


The  CNVEO  system  threshold  was  determined  using  the  polygon  scanner  to  create  short 
pulses  of  radiation.  The  DIA  AOTF  radiometer  was  used  to  measure  the  flux  from  a  sandpaper 
target  Initially,  the  CNVEO  system  was  placed  approximately  30  feet  from  the  sandpaper  and 
pointed  to  the  target  Next,  the  intensity  of  the  pulses  was  decreased  by  reducing  the  slit  width 
on  the  polygon  scanner.  This  procedure  is  effective  once  the  slit  width  is  smaller  than  the  laser 
spot  The  intensity  was  reduced  until  the  system’s  indicator  light  was  flashing  only  sporadically. 
Then  the  AOTF  r^ometer  was  put  in  the  same  position  as  the  CNVEO  system  to  measure  the 
flux.  Since  the  AOTF  radiometer  has  a  bandwidth  of  only  80  kHz,  the  polygon  needed  to  be 
stopped  and  positioned  in  the  CW  mode.  The  chopped  signal  was  measured  to  quantify  the 
W/cm*  incident  at  the  aperture.  The  system’s  threshold  was  measured  to  be  5xl0r‘°  W/cm*.  The 
system’s  threshold  was  not  strongly  affected  by  changes  in  the  source  pulsewidth  from  65  ns-240 
ns.  It  did  not  detect  the  chopped  signal  at  ~1  kHz. 

2.6  Conclusions 

While  the  pulse  attenuation  data  validated  the  model  predictions,  the  measured  noise  values 
were  significantly  higher  than  predicted.  The  noise  discrepancy  is  particularly  significant  since 
the  RL  measurement  scenario  requires  a  high  sensitivity  receiver.  Losing  an  order  of  magninrde 
of  sensitivity  due  to  unexpected  noise  sources  will  reduce  the  effective  range  of  the  scenario. 
However,  the  strong  spectral  structure  of  the  noise  may  indicate  that  the  problem  is  readily 
solvable.  The  problem  is  likely  attributable  to  an  electrical  instability  induced  by  the  actual 
detector  characteristics  which  are  only  approximated  by  the  detector  simulator.  Electronic 
instabilities  of  this  type  are  usually  corrected  by  adding  select  components  to  dissipate  the 
unstable  frequency.  Given  the  importance  of  the  receiver’s  sensitivity  to  the  RL  mission, 
correcting  this  problem  should  be  a  high  priority  in  a  future  effort 
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3.  COSMIC  RAY  DETECTION  EXPERIMENT 


3.1  Objectives  and  Approach 

The  cosmic  ray  detection  measurements  were  made  to  estimate  rates  and  magnitudes  of 
cosmic  ray  events  from  MCT  detectors.  Cosmic  rays  are  important  false  alarm  sources  which 
must  be  distinguished  from  lasers  by  laser  detection  sensors.  The  two  most  common  ways  to 
reject  cosmic  ray  false  alarms  are  coincidence  detection  and  pulsewidth  discrimination. 
Coincidence  detection  uses  two  detectors  which  must  record  signals  simultaneously.  If  only  one 
sensor  records  an  event,  it  is  assumed  to  be  a  cosmic  ray  or  a  spurious  noise  source.  The  two 
sensors  must  be  separated  on  the  order  of  an  inch  or  more  since  cosmic  rays  reaching  the  earth’s 
surface  typically  consist  of  high  energy  electron  showers  which  can  affect  neighboring  detectors 
in  an  array. 

The  experimental  approach  taken  to  characterize  the  MCT  cosmic  rays  was  to  use  a  high 
speed  digital  oscilloscope  (Phillips  3323)  to  capture  threshold  crossing  events.  A  threshold  level 
of  8-10  times  the  NEI  noise  level  was  used  to  avoid  spurious  noise  pulses.  Measured  traces  were 
downloaded  to  a  PC-compatible  computer  via  an  RS-232  link  using  a  program  written  under  this 
eOfoTL  The  digitized  traces  were  later  plotted  and  analyzed.  Experiments  typically  were  run  for 
several  hours  at  a  time  with  the  equipment  unattended  on  a  lab  bench.  A  cover  was  placed  over 
the  optics  to  avoid  stray  pulses  from  optical  sources. 

3.2  Experimental  Results 

Table  3-1  summarizes  the  detectors  used  for  the  cosmic  ray  experiment  Silicon, 
photovoltaic  MCT,  and  photoconductive  MCT  were  all  tested.  Table  3-2  presents  an  overview 
of  the  experiments  carried  out  at  SciTec.  Threshold  crossings  consisted  of  cosmic  ray  events, 
power  line  glitches,  and  spurious  electronic  noise  sources. 

Figures  3-1  and  3-2  show  the  MCTT-PV  response  to  typical  cosmic  rays  and  noise  glitches. 
The  cosmic  ray  produces  a  characteristic  impulse  response  which  could  easily  be  confused  with 
radiation  sources.  The  noise  glitch  can  be  rejected  based  on  the  pulse  shape  and  symmetry  of 
the  curve  around  the  zero  line.  Typical  amplifier  noise  response  measurements  without  the 
detector  attached  are  shown  in  Figures  3-3a  and  b.  Figures  3-4  a  through  c  present  a  number  of 
noise  glitch  events  and  two  cosmic  rays  with  the  MCT  detector  and  a  100  MHz  amplifier. 

The  noise  glitches  show  how  important  it  is  to  characterize  the  environment  in  which  the 
sensor  will  operate.  Noise  rejection  schemes  using  the  symmetry  or  frequency  content  of  the 
events  could  be  used  to  reject  them.  However,  solving  laboratory  noise  problems  for  an  airborne 
system  may  not  address  the  problems  found  in  the  actual  environment  At  RL,  new  noise  pulses 
were  seen,  possibly  associated  with  RF  devices  in  the  vicinity.  Sufficient  time  was  not  av^able 
to  systematically  characterize  the  noise  pulses  at  RL.  Future  efforts  should  measure  the  noise 
environment,  particularly  in  the  field  and  in  the  air,  in  the  vicinity  of  RL. 
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TABLE  3-1.  Detector  Characteristics 


Detector 

Material 

Bandwidth 

(MHz) 

Area  (cm*) 

Active  Area  Shape 

SNL-APD 

20/0.5 

3  mm  round 

8616-PC 

10 

1.06  cm  round 

8616-PC 

Si 

0.01 

0.887 

1.06  cm  round 

NERC-MCT 

HgCdTe 

100 

6.25E-4 

0.2S  mm  square 

AOTF-MCT 

HgCdTe 

0.08 

0.0314 

2  mm  round 

MCT-RFB 

HgCdTe 

10A).5 

0.0314 

2  mm  round 
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TABLE  3-2.  Summary  of  Cosmic  Ray  Runs 


Date,  Run 

Radiometer 

Bandwidth  (MHz) 

#  of  Event 

Time  (Hrs) 

05/15 

A 

NERC-MCT 

100 

4 

1.212 

05/15 

B 

NERC-MCT 

100 

8 

4.429 

05/16 

NERC-MCT 

100 

18 

5.876 

05/17 

A 

NERC-MCT 

100 

9 

05/17 

B 

DIA-APD 

20 

12 

0.515 

05/17 

C 

DIA-APD 

20 

15 

0.376 

A 

DIA-APD 

20 

35 

1.292 

05/20 

B 

DIA-APD 

20 

38 

05/20 

C 

8616-PC 

0.01 

43 

05/20 

D 

8616-PC 

0.01 

23 

1.898 

05/20 

E 

8616-PC 

0.01 

29 

1.956 

05/20 

F 

8616-PC 

10 

40 

0.533 

A 

8616-PC 

10 

22 

1.542 

B 

8616-PC 

10 

39 

3.329 

C 

DIA-APD 

20 

35 

D 

DIA-APD 

20 

2 

0.724 

E 

DIA-APD 

0.5 

15 

0.388 

F 

DIA-APD 

0.5 

17 

0.414 

A 

diA-apd 

193 

05/22 

B 

NERC  AMP  only 

100 

52 

2.417 

05/22 

N 

NERC  AMP  only 

100 

18 

14.448 

05/23 

A 

NERC-MCT 

100 

21 

5.186  1 

N 

DIA-APD 

0.5 

7 

DIA-APD 

0.5 

216 

6.961 

A 

DIA-APD 

0.5 

12 

B 

DIA-APD 

0.5 

179 

7.805  1 

N 

A 

HI 

5.056  1 

A 

AOTF-MCl 

0 

— nitM 

06/03 

B 

AOTF-MCT 

14 

06/03 

C 

AOTF-MCT 

0.08 

22 

4.049 

AOTF-MCT 

55 

1.786 

A 

AOTF-MCT 

70 

3.277 

B 

AOTF-MCT 

49 

N 

AOTF-MCT 

0.08 

133 

11.760 

06/13 

A 

AbTF-MCT 

■HjlgKyillllllllllll 

56 

3.435 

B 

AOTF-MCT 

54 

3.539 

ESil 

AOTF-MCT 

31 

2.425 

1  06/18 

AOTF-MCT 

0.08 

23 

1.714 
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FIGURE  3-4a.  NOISE  PULSE  MEASUREMENTS  WITH 
NERC  DETECTOR  AND  100  MHz  AMPLIFIER 
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FIGURE  3-4c.  NOISE  PULSE  MEASUREMENTS  WITH 
NERC  DETECTOR  AND  100  MHz  AMPLIFIER 


Figures  3-5a  through  3-5c  present  a  variety  of  noise  pulses  exhibited  by  a  silicon  APD 
detector  with  a  20  MHz  bandwidth.  This  type  of  detector  is  suitable  for  measuring  20  ns  laser 
pulses  such  as  rangefinders  and  designators.  A  wide  range  of  amplimdes  were  seen  in  the  plots 
indicating  that  amplitude  thresholding  techniques  alone  would  be  ineffective  in  rejecting  cosmic 
rays.  All  of  the  cosmic  ray  pulses  were  virtually  identical  in  shape. 

Figures  3-6a  and  3-6b  show  results  of  the  same  APD  detector  at  a  bandwidth  of  0.5  MHz. 
The  receiver  in  this  configuration  has  been  used  in  the  past  to  increase  receiver  sensitivity  when 
atmospheric  and  geometric  effects  broadened  a  20  ns  laser  pulse  to  hundreds  of  nanoseconds. 
Cosmic  ray  events  were  significantly  broadened  as  expected.  Interestingly,  we  observed  a 
number  of  effectively  shorter  events  due  to  spurious  electrical  noise  signals.  These  threshold 
crossings  fall  well  below  the  expected  minimum  received  pulsewidth  based  on  the  receiver 
bandwidth  and  could,  therefore,  be  rejected  on  pulsewidth  grounds. 

A  10  kHz  silicon  receiver,  on  Sandia  tests,  used  to  measure  0.5  msec  pulses  from  B>36  was 
tested  for  its  cosmic  ray  response.  The  measurements  are  presented  in  Figures  3.7a  through  3.7d. 
Like  the  reduced  bandwidth  APD  detector,  broadened  pulses  are  seen  in  response  to  cosmic  rays. 
Also,  a  number  of  very  short  noise  spikes  are  seen  which  could  be  rejected  on  pulsewidth 
grounds. 

Figures  3.8a  through  3.8f  show  threshold  crossings  for  a  MCT  photoconductive  detector  with 
an  80  kHz  amplifier.  This  detector  showed  somewhat  less  amplimde  variation  in  its  cosmic  ray 
response  than  the  previous  detectors.  However,  it  was  the  only  one  to  exhibit  pulsewidth 
variations. 

Summary 

Cosmic  ray  rates  were  estimated  from  the  threshold  crossings  by  discounting  the  events 
which  were  due  to  noise  glitches,  dividing  by  the  sample  interval,  and  normalizing  by  detector 
area.  The  rates  for  each  detector  are  summarized  in  Table  3-3. 

3.3  Conclusions 

The  deduced  cosmic  ray  rates  varied  considoably  depending  on  the  detector  material,  the 
sensor  bandwidth,  and  the  sample  interval.  The  most  consistent  measurements  wav  with  the 
DIA  APD  detector  module.  At  10  kHz,  the  8616-PC  module  exhibited  a  significantly  lower 
cosmic  ray  rate  than  the  APD.  This  difference  may  be  attributable  to  the  8616-PC’s  lower 
bandwidth  which  attenuates  the  impulse  response  cosmic  rays  severely.  However,  the 
photoconductive  pin  diode  is  significantly  different  in  design  than  the  APD  and  wider  bandwidth 
pin  diode  measurements  are  warranted. 

The  NERC  MCT-PV  detector  produced  nearly  an  order  of  magnitude  more  cosmic  rays  per 
unit  area  of  detector  than  the  sUicon  APD.  The  reason  for  this  discrepancy  needs  to  be  further 
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FIGURE  3-5a.  20  MWz  SILICON  APD  NOISE  RESULTS 
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FIGURE  3-5b.  20  MHz  SILICON  APD  NOISE  RESULTS 


8616-PC  10  KHz  5/20  C  EVENT  7 


(AUi)  1VNOIS 


(AUJ)  nVNOIS 


(AUJ)  1VNOIS 


38 


200  400  600  800  1000 

TIME  (ns) 

FIGURE  3-7a.  10  KHz  SILICON  PIN  DIODE  NOISE  RESULTS 
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FIGURE  3-7b.  10  KHz  SILICON  PIN  DIODE  NOISE  RESULTS 
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FIGURE  3-8a.  80KHz  PHOTO  CONDUCTIVE  MCT  RESULTS 
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FIGURE  3-8b.  80KHz  PHOTO  CONDUCTIVE  MCT  RESULTS 
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FIGURE  3-8c.  80KHz  PHOTO  CONDUCTIVE  MCT  RESULTS 
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FIGURE  3-8e.  80KHz  PHOTO  CONDUCTIVE  MCT  RESULTS 
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FIGURE  3-8f.  eOKHz  PHOTO  CONDUCTIVE  MCT  RESULTS 


TABLE  3-3.  Detector  Hit  Rates 


Unit 

Detector 

Material 

Case 

Events 

Time 

(Hr) 

Rate 

(1/Hr) 

Area 

(cm*) 

Rate 

(1/Hr/cm*) 

8616-PC  lOK 

Silicon 

5/20 

2 

0.887 

2.7 

5/28 

151 

18.196 

9.4 

5/29 

78 

17.4 

DIA-APD  20M 

Silicon 

5/17-20 

100 

3.220 

31.1 

0.071 

438 

5/21 

35 

1.097 

31.9 

449 

DIA-APD  500K 

Silicon 

5/21-24 

434 

13.645 

31.8 

447 

NERC-MCr 

MCT 

5/15-17 

39 

17.574 

2.2 

6.25E4 

3551. 

AOTF-MCT 

Mcr 

6/3 

36 

0.0314 

213. 

6/13-18 

164 

6/5-6 

174 

ill 

B9 

780. 
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investigated.  One  possibility  is  that  the  higher  rate  is  simply  an  artifact  of  the  detector  chip 
design.  As  a  standard  product,  NERC  fabricates  detector  chips  with  nine  detectors  of  different 
sizes  and  shapes.  Which  detector  is  wired  in  the  dewar  is  user  selectable.  It  may  be  the  case 
that  the  detectors  all  have  a  common  anode  and  cosmic  rays  from  any  of  them  effects  all  of  their 
electrical  outputs.  Not  only  would  this  be  an  important  conclusion  for  interpreting  experimental 
results,  it  would  have  a  significant  impact  on  future  RL  sensor  designs.  For  example,  if  a 
common  anode  linear  array  were  used  in  the  actual  sensor,  there  would  need  to  be  special  cosmic 
ray  trapping  logic  built  in.  An  experiment  monitoring  two  detector  outputs  simultaneously  should 
resolve  this  question.  On  the  other  hand,  if  the  MCT-PV  detector  is  more  sensitive  to  cosmic 
rays  than  silicon,  than  this  is  crucial  data  to  acquire  before  constructing  a  deployable  sensor.  In 
either  case,  additional  cosmic  ray  detection  experiments  are  needed  in  a  future  effort  In  addition, 
the  cosmic  ray  tests  need  to  be  carried  out  with  the  MCT-PV  detector  and  the  three  preamplifiers, 
once  the  noise  problems  have  been  resolved. 
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4.  GAS  CELL  ABSORPTION  EXPERIMENT 


4.1  Theory  and  Objectives 

The  goal  for  the  gas  cell  absorption  experiment  was  to  experimentally  test  the  differential 
absorption  of  CO2  laser  radiation  versus  blackbody  radiation  through  a  COj  absorption  cell.  The 
CO2  absorption  cell  concept  is  of  interest  for  false  alarm  discrimination  because  of  its  simplicity 
and  potential  use  in  wide  field  of  view  applications.  The  concept  is  to  split  light  firom  a  common 
aperture  into  two  beams  and  pass  one  beam  through  a  non-absorbing  cell  while  passing  the  other 
beam  through  the  CO2  absorption  cell.  Conceivably,  a  voltage  ratio  measurement  could  be  made 
of  these  two  channels  to  characterize  the  radiation  source  as  being  of  laser  origin  or  not.  The 
capability  for  this  techruque  to  discriminate  false  alarms  derives  from  the  highly  structured  CO2 
absorption  spectrum  illustrated  in  Figure  4-1.  CO2  laser  radiation  is  at  a  wavelength  on  the  peak 
of  the  absorption  curve  for  the  CO2  gas  cell.  Broadband  radiation  must  be  integrated  over  the 
CO2  absorption  lines  and,  therefore,  has  significantly  less  percentage  absorption  of  the  incident 
signal,  '^erefore,  the  signal  ratios  of  the  CO2  cell  to  the  non-absorbing  cell  should  be 
significantly  different  for  the  two  types  of  radiation  sources. 

Model  predictions  for  the  difierential  absorption  affect  were  made  with  the  FASCODE 
computer  model  in  conjunction  with  a  special  utility  code  which  integrated  the  FASCXJDE 
transmission  file  over  particular  source  functions.  The  predictions  indicate  the  considerable 
differential  absorption  is  expected  as  the  gas  cell  temperature  is  increased-  This  results  from  an 
increase  with  temperature  in  the  population  density  of  the  CO2  molecular  energy  levels  which  can 
absorb  the  CO2  laser  light  Increasing  the  CO2  gas  pressure  degrades  the  differential  absorption 
because  the  narrow  COj  absorption  lines  become  pressure-broadened,  thereby  increasing  their 
absorption  of  broadband  radiation. 

4.2  Experimental  Approach 

The  experimental  set-up  depicted  in  Figure  4-2  was  constructed  at  SciTec  to  test  the 
differential  absorption  techiiique.  Chopped  blackbody  and  laser  radiation  sources  were  used  to 
illuminate  the  gas  cell.  The  gas  cell  was  evacuated  to  roughly  10^’  ton  and  filled  with  CO2  at 
atmospheric  pressure.  CO2  was  bled  to  a  water  tank  used  to  maintain  a  constant  gas  pressure  in 
the  cell.  Ra^ant  intensity  was  measured  with  a  photoconductive  MCT  detector  vtiA  a  cooled 
long  pass  (9-12  microns)  spectral  filter.  The  filter  was  used  to  limit  the  detector’s  bandpass  so 
as  to  avoid  having  the  strong  4-S  micron  CO2  absorption  lines  interfere  with  the  broadband 
transmission  measurements. 

4.3  Measurement  Results  and  Conclusions 

Table  4-1  presents  a  summary  of  the  predicted  and  measured  experimental  results  for  the  gas 
cell  absorption  experiment  The  temperature  trend  predicted  by  FASCODE  is  clearly  evident  and 
the  CO2  laser  absorption  value  agrees  quite  well  with  the  prediction.  However,  the  broadband 
radiation  transmission  through  the  elevated  temperature  cell  is  significantly  lower  than  predicted. 
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FASCODE  Transmittance  calculation  from  9-12  microns. 


GURE  4-1.  COp  Absorption  Spectrum 
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TABLE  4-1.  Summaiy  of  the  Predicted  and  Measured  Experimental  Results 
for  ^e  Gas  Cell  Absorption  Experiment 


Case 

Gas 

Temperature 

TrBB 

Absorption 

Ratio 

Prediction 

0.99 

0.92 

0.93 

Measurement 

0.97 

0.96 

0.99 

Prediction 

100«C 

0.32 

Measurement 

100“C 

HHUgHIIIIII 

iiimuiiiiii 

0.61 
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There  are  three  possible  explanations  for  this  discrepancy.  First,  the  FASCODE  transmission 
predictions  for  the  broadband  radiation  could  be  erroneous.  This  possibility  seems  remote  and 
would  require  considerably  more  experimental  evidence  before  a  case  could  be  made.  Second, 
gas  cell  impurities,  such  as  water,  could  have  increased  the  broadband  absorption  while  having 
little  effect  on  the  laser  radiation.  This  possibility  also  seems  remote  as  we  kept  a  positive 
pressure  of  CO2  in  the  cell  to  minimize  any  diffusion  of  impurities  into  the  cell. 

The  third  possibility  is  that  the  effect  is  an  artifact  of  the  experimental  technique. 
Specifically,  as  the  cell  is  heated,  it  emits  more  infrared  energy.  Some  of  this  energy  will  hit  the 
chopper  blade  and  be  reflected  back  to  the  detector.  Since  the  blade  is  the  cold  part  of  the 
modulation  (slot  exposes  hot  blackbody),  if  more  radiation  reflects  from  the  blade  it  will  decrease 
the  differential  between  the  cold  blade  and  the  hot  blackbody.  This  differential  would  be 
interpreted  as  a  transmission  loss  since  the  detected  signal’s  modulation  depth  would  be  less. 
For  the  laser  transmission  experiment,  the  chopper  was  in  an  off-axis  location  since  a  diffuse 
scatter  target  was  used  to  create  the  laser  signal.  Thus,  the  radiation  emitted  by  the  cell  would 
not  find  its  way  back  to  the  detector  through  a  reflection  from  the  chopper  blade.  This  explains 
how  the  laser  transmission  signal  could  agree  with  theory  while  the  blackbody  case  didn’t  We 
recommend  that  pulsed,  broadband  radiation  sources  be  used  in  a  future  test  to  validate  the 
broadband  transmission  predictions. 

Despite  the  uncertainty  in  the  broadband  transmission  results,  the  experiments  show  that 
differential  absorption  is  a  promising  technique  for  optical  false  alarm  rejection.  Ideally,  one 
would  use  both  detectors  in  a  coincidence  approach  so  that  if  only  one  detector  got  a  hit,  the 
signal  would  be  rejected  as  a  cosmic  ray.  For  this  approach,  the  differential  signal  achieved  with 
the  1.3  m  path  length  is  too  large.  Fortunately,  it  is  desirable  to  shorten  the  tube  anyway  to  save 
weight  and  space  and  increase  the  system’s  field  of  view.  We  reconunend  carrying  out  a  design 
and  breadboard  of  a  COj  absorption  cell  differential  radiometer  for  a  particular  mission.  An 
optical  design  is  needed  to  produce  roughly  a  0.7  attenuation  factor  for  the  laser  chaimel.  The 
required  field  of  view  will  be  derived  from  the  scenario  description. 
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APPENDIX 

CIRCUIT  SCHEMATICS 
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